Ttrkiye

Conformance Certificate
Certificate No. : Z-IS-TGK-IST-22-06-5010011896-22-1S-0315-34-G-03-ENG
User : NORM Baglanti ve Tesbit Elemanlan San. Tic. Ltd. $ti.

Hadimkdy- Arnavutkdy - istanbul /T URKEY

Description of Equipment : Tensile Test Machine with Load Cell

Model &Type & Capacity : TESLA Universal Test Machine 100 kN

Manufacture : LABORATUVAR HASTANESI

Serial No : 00427

Manufacturing Date : 10/03/2019

Sensivity : 0,001 kN

Calibration No / Date : 21-E07237 - 16.06.2021

Calibrated By : Emre Kalibrasyon Merkezi accredited by TURKAK

Measuring Uncertainty : %0,18

Inspection Date & Place :02.06.2022 _
Norm Baglanti Ltd. Sti- Hadimkdy - Arnavutkéy - Istanbul / TURKEY

Test Standard : Customer Request

Result:

It was observed that the tensile test machine mentioned above has been calibrated by yearly and found
to be satisfactory for performing tensile test.

This certificate has been issued upon request of Norm Baglanti ve Tesbit Elemanlar San. Tic. Lid. Sti.

Certificates with a three-year term of validity require annual surveillance audits.
The certificate can be renewed if required and on request.

This certificate is valid until July 039, 2025

Registration no: 22-SER-2397-IS_TP

Istanbul, 06.06.2022 \
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BESCHEINIGUNG & ATTESTATION ¢ {iFEH, o CBULETENIbCTBO ® CONSTANCIA & ATTESTAZIONE
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